Effects of iron (1 mass%) and hafnium (1-7 mass%) on the microstructure and mechanical properties of Ti-30Nb base alloys were investigated in this study. Experimental results indicate that the addition of 1 mass% Fe to the Ti-30Nb alloy transforms the original þ þ ! structure into a single phase structure. Accompanying the structure change, both the tensile strength and 0.2% proof stress were reduced by some 15%, while the elastic modulus was reduced from 80 GPa to 68 GPa. Regarding the effect of Hf, precipitation of sporadic ! phase in the otherwise complete phase structure can be detected when hafnium is added. An addition of just 1 mass% Hf to the Ti-30Nb-1Fe alloy increases the tensile strength and 0.2% proof stress by 32% and 27%, respectively, while slightly decreasing the elastic modulus by some 10%. The Ti30Nb-1Fe-1Hf alloy has relatively high strength ($914 MPa T. S.), reasonable ductility ($10% El), and an elastic modulus of around 62 GPa. Consequently, the ratio of 0.2% proof stress to elastic modulus increases moderately. The ratio of 0.2% proof stress to elastic modulus of Ti30Nb-1Fe-1Hf was found to be 1:39 Â 10 À2 , which was around 1.8 times higher than Ti-6Al-4V (0:78 Â 10 À2 ), and around 3.5 times higher than c.p.Ti (0:4 Â 10 À2 ). Hafnium content exceeding 1 mass% gives no further improvement in the ratio of 0.2% proof stress to elastic modulus. From the results obtained here, Ti-30Nb-1Fe-1Hf alloy has excellent potential for orthopedic implant applications.
Introduction
Pure titanium and /-type Ti-6Al-4V ELI alloys are currently widely used as structural biomaterials for replacing failed hard tissues, such as dental implants, artificial hip, shoulder and knee joints, and so on, owing to their excellent specific strength, corrosion resistance and biocompatibility, as well as their freedom from allergy problems. Although Ti6Al-4V alloy is an acceptable prosthetic biomaterial, recent investigations demonstrated that the release and excessive accumulation of Al and V ions could harm the human body. [1] [2] [3] Furthermore, the low wear resistance of Ti-6Al-4V could accelerate metal ion release in cementless hip replacement, in which case, a surface treatment might be required. 4, 5) Additionally, although the elastic modulus of Ti-6Al-4V alloy (112 GPa) is significantly lower than that of Co-Cr alloys (210 GPa) or SUS stainless steel (200 GPa) used in biomedical applications, 6) it is still considerably higher than that of cortical bones (10$30 GPa) . Therefore, the use of Ti6Al-4V alloy is vulnerable to premature implant failure. Biomechanical compatibility requires high permissible elastic strain, that is, strength to modulus ratio, and thus an ideal material should have high strength but low modulus. Regarding low modulus, -type titanium alloy is advantageous. Low-elastic modulus -type titanium alloys that have already been developed or currently are under development are useful in improving bone healing and remodeling. 7) The theoretical studies of Song et al. indicated that elements such as Zr, Nb, Hf, and Ta are favorable not only for increasing the strength, but also for reducing the elastic modulus of bcc Ti. 8, 9) As for element toxicity, Nb, Hf and Ta are non-toxic elements, and thus are the most suitable alloying elements for -type titanium alloys. Consequently, the biomedical titanium alloys developed recently mainly contain Ti, Nb, Ta, or Zr. [10] [11] [12] [13] A previous study by the present authors, 14) investigated the constitution/phase and mechanical properties characteristics of Ti-Nb binary alloys, which had the Nb content ranging from 14 to 40 mass%. This previous study found that within the Nb range studied, the elastic modulus value first decreases from 14 to 26 mass%Nb, then increases to a maximum at 34 mass%, and finally decreases again with further increase in Nb content, as illustrated in Fig. 1 . The elastic moduli of the Ti-Nb alloys are closely related to the alloy phase constitution and crystal structure. The reduction in elastic modulus with increase in Nb from 14 to 26 mass% results from a gradual decrease in the volume fraction of the phase (or increase in the phase), while the precipitation of the ! phase causes the increase in elastic modulus in the intermediate range of Nb (30 to 34 mass%). Regarding reduction in stress shielding effect, the Ti-Nb system appears to be a highly suitable implant material owing to its combination of high strength and low modulus. For example, the binary Ti-30 mass%Nb alloy has a 0.2% proof stress of 820 MPa and an elastic modulus of 80 GPa, giving a 0.2% 15, 16) Furthermore, iron is considered to have a relatively good biocompatibility. 17) In this work, 1 mass% Fe was added to the base Ti-30Nb alloy to examine its effect on both the microstructure and mechanical properties. On the other hand, hafnium has been found to significantly influence the mechanical properties of Ti-Nb alloy system, 18) and hafnium also is biocompatible with the human body. 10, 11) Therefore, this work introduced Hf (1-7 mass%) to the base Ti-30Nb-1Fe alloy to investigate its influence on the microstructure and mechanical properties of the alloys of interest.
Experimental Procedures

Alloy preparation
Ti-30Nb-1Fe alloy and Ti-30Nb-1Fe-xHf alloys, with hafnium content ranging from 1 to 7 mass% (in two mass% increments), were prepared using pure titanium (99.7 mass% in purity), pure niobium (99.8 mass% in purity), pure iron (99.98 mass% in purity) and pure hafnium (99.98 mass% in purity). The weighed charge materials (some 400 grams) were placed in a U-shaped water-cooled copper crucible and then melted using a non-consumable tungsten electrode arc in a vacuum chamber. The melting chamber was first evacuated and then purged with argon. An argon pressure of 0.1 MPa was maintained throughout the melting process. The alloys were re-melted four more times to achieve chemical homogeneity.
Specimen preparation
The solidified Ti-30Nb-1Fe and Ti-30Nb-1Fe-xHf alloy ingots were homogenized at 1273 K for 21.6 ks at a vacuum of better than 0.27 Pa, and then hot-rolled at 1023 K into plates with a thickness of approximately 2 mm. The final rolled specimens were again annealed at 973 K for 3.6 ks, and then furnace cooled to room temperature.
Metallographic analysis
The microstructures of the prepared specimens were examined after being metallographically polished, and then etched in Keller's reagent with 2 mL HF/3 mL HCl/5 mL HNO 3 /190 mL H 2 O.
XRD
The phases were analyzed using X-ray diffraction (XRD) at 40 kV and 30 mA. X-ray crystallography was conducted using an Ni-filtered Cu K radiation source. The phases were identified by matching their characteristic peaks with those in the files of the Joint Committee on Powder Diffraction Standards (JCPDS).
TEM
TEM thin film specimens were prepared as follows. An Isomet cutter was used to slice the alloys into 1 mm thick sheets, which were then mechanically ground to a thickness of approximately 0.1 mm. After the sheets were punched into 3 mm diameter discs, the final TEM thin film specimens were prepared using a twin-jet electropolisher with a 10% HClO 4 and a 90% ethanol mixture, until perforation. The microstructures were analyzed and the phases identified with a JEM-4000FX transmission electron microscope at an accelerating voltage of 400 kV; the point resolution was 0.26 nm. Figure 2 illustrates the dimensions of the tensile specimens. Tensile tests of the Ti-30Nb-1Fe-xHf alloys were conducted at room temperature, at a strain rate of 3:33 Â 10 À6 m/s. The elastic modulus was determined following the ASTM E111-97 specification. 19) Moreover, the strains were determined using a clip-on extensometer attached to the specimens; the extensometer system was class B-1, according to the ASTM E83-00 specification. 20) For comparisons, tensile tests for c.p.Ti and Ti-6Al-4V were also performed. Figure 3 shows the microstructures of Ti-30Nb alloy, Ti30Nb-1Fe alloy, 21) and Ti-30Nb-1Fe-xHf alloys (1-7 mass% Hf). The microstructure of the Ti-30Nb alloy displays a dual þ phase structure (Notably, sporadic ! phase can be detected through XRD analysis 14) ). An addition of 1 mass% Fe to the Ti-30Nb alloy transforms the dual phase structure into an equi-axed, single phase structure. Moreover, additions of various amounts of Hf to Ti-30Nb-1Fe alloy cause little change in the microstructure; that is, an equi-axed, single -phase still persists, when observed optically. Figure 4 illustrates the XRD patterns for Ti-30Nb-1Fe alloy and a series of Ti-30Nb-1Fe-xHf alloys. The analytical results show that the only phase present in Ti-30Nb-1Fe alloy is the -phase. However, when hafnium was added to the Ti30Nb-1Fe alloy, besides the primary peaks, sporadic ! peaks also can be detected in Ti-30Nb-1Fe-xHf alloys. Figure 5 shows a bright-field TEM micrograph, a darkfield TEM micrograph, an SADP and the interpretation of SADP of the Ti-30Nb-1Fe alloy. From the interpretation of the SADP, this alloy reveals an entire phase. A similar analysis of the Ti-30Nb-1Fe-5Hf alloy was conducted with the results displayed in Fig. 6 . The dark field image in Fig. 6(b) was obtained from the ð0001Þ ! diffraction spot of the ! phase. Fig. 6(b) shows numerous minute particles in the order of nano-meters distributed in the matrix. This diffraction pattern of the Ti-30Nb-1Fe-5Hf alloy is consistent with the report of Sass.
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22) The extra reflections, marked 'þ' in Fig. 6(d) , illustrate the results of double diffraction. Table 1 lists the tensile properties of Ti-30Nb alloy, Ti30Nb-1Fe alloy 21) and a series of Ti-30Nb-1Fe-xHf alloys, in which the properties of the c.p.Ti and the Ti-6Al-4V alloy are also listed for comparison. Fig. 7 plots the tensile strength, 0.2% proof stress and elongation of Ti-30Nb-1Fe alloy as well as the changes in the above properties of Ti-30Nb-1Fe-xHf alloys, as a function of hafnium content over the range studied here (1-7 mass%). The experimental results indicate that adding 1 mass% Fe to the Ti-30Nb alloy moderately reduces both tensile strength and 0.2% proof stress, from 835 MPa to 692 MPa, and 820 MPa to 680 MPa, respectively, accounting for a 17% reduction. However, when 1 mass% Hf was added to the Ti-30Nb-1Fe alloy, both the tensile strength and 0.2% proof stress increased markedly from 692 to 914 MPa, and 680 MPa to 862 MPa, respectively. However, further increase in Hf content essentially results in no change in strength. Regarding the tensile ductility, as expected, the results show just a reverse pattern of tensile strength. As for the elastic modulus, the results shown in Table 1 and Fig. 8 indicate that the addition of 1 mass% Fe to the Ti30Nb alloy moderately reduces elastic modulus, from 80 GPa to 68 GPa. The elastic modulus can be further reduced by adding 1 mass% Hf to the Ti-30Nb-1Fe alloy, namely, from 68 GPa to 62 Gpa. However, further increase in Hf content causes little change in elastic modulus. Figure 9 shows the tensile fractographic morphologies of Ti-30Nb-1Fe-xHf alloys, and reveals essentially a dimpled morphology, characteristic of a ductile fracture mode.
22)
Mechanical properties
Discussion
The results presented here demonstrate that adding 1 mass% Fe to the Ti-30Nb alloy moderately reduces both the tensile strength and 0.2% proof stress, and also moderately reduces the elastic modulus. The reduction in the strength and the elastic modulus results from the elimination of and ! phases in the microstructure caused by iron addition. The present results also indicate that by adding only 1 mass% hafnium to the base Ti-30Nb-1Fe alloy, the tensile strength and 0.2% proof stress are increased markedly from 692 to 914 MPa, and 680 MPa to 862 MPa, respectively, accounting for 27-32% increases. The significant increase in strength was first speculated to be due to the grain refining and solid solution strengthening effects of hafnium in the phase matrix, combined with the reprecipitation of the relatively hard ! phase in the Hfcontaining Ti-30Nb-1Fe alloys. Grain size and Vickers micro-hardness measurements were performed on both the Ti-30Nb-1Fe and Ti-30Nb-1Fe-xHf alloys, and the results are listed respectively in Tables 2 and 3 . The measurement Table 3 . It has to be noted that for both Ti30Nb-1Fe and Ti-30Nb-1Fe-xHf alloys at the solution treated and quenched state, they exhibit a single phase structure, as can be concluded from the XRD analysis results shown in Fig. 10 , whereas, ! phase precipitates in the phase matrix when the above alloys are present at the furnace-cooled state (Fig. 4) . From the micro-hardness results of Table 3 , one can see that for alloys at the solution treated and quenched state only a slight increase (around 4%) in Vickers hardness was resulted by the addition of hafnium. Since both the Ti-30Nb-1Fe and Ti-30Nb-1Fe-xHf alloys reveal a single phase structure at the solution treated and quenched state, the increase in micro-hardness of Ti-30Nb-1Fe-xHf alloys should be due to the solution hardening effect of Hf. The results, however, show that the increase in Vickers hardness is rather small, and thereby, the solution strengthening brought about by Hf is also minor. On the other hand, for alloys at the furnace-cooled state, a moderate increase (around 17%) in Vickers hardness was attained by the introduction of Hf. Based upon the results obtained here, we can conclude that the precipitation of the relatively hard ! phase in the phase matrix can be identified as the primary factor responsible for the significant increase in strength. A comparison of the tensile strength and 0.2% proof stress among several Ti alloys of interest (Table 1) demonstrates that the strengths of the Ti-30Nb-1Fe-xHf alloys (T. S.: 914 MPa, 0.2% P. S.: 862 MPa) are almost twice those of c.p.Ti (T. S.: 475 MPa, 0.2%P. S.: 420 MPa), and approach those of Ti-6Al-4V (T. S.: 925 MPa, 0.2% P. S.: 870 MPa). On the other hand, the elastic moduli of the Ti-30Nb-1Fe-xHf alloys (62 $ 67 GPa) are significantly lower than those of Ti6Al-4V (112 GPa) and c.p.Ti (104 GPa). Considering that the ratio of 0.2% proof stress to elastic modulus can provide a criterion for assessing alloy suitability for biomedical applications, Ti-30Nb-1Fe-xHf alloys clearly display the highest 0.2% proof stress to elastic modulus ratio among titanium alloys currently being used or developed. For example, the 0.2% proof stress to elastic modulus ratio of Ti30Nb-1Fe-1Hf (1:39 Â 10 À2 ) is around 1.8 times higher than that of Ti-6Al-4V (0:78 Â 10 À2 ), and around 3.5 times higher than that of c.p.Ti (0:4 Â 10 À2 ), as can be concluded from both Table 1 and Fig. 11 . Regarding orthopedic implant applications, Ti-30Nb-1Fe-1Hf alloy can be considered a favorable candidate owing to its relatively low elastic modulus value (62 GPa) and high 0.2% proof stress to elastic modulus ratio (1:39 Â 10 À2 ).
Conclusions
(1) The microstructure of the base Ti-30Nb alloy reveals a dual þ phase structure containing sporadic ! phase. Addition of 1 mass% Fe to the Ti-30Nb alloy eliminates both the and ! phases, and indicates an equi-axed, single phase structure. Moreover, the introduction of hafnium to the Ti-30Nb-1Fe alloy causes re-precipitation of sporadic ! phase in the otherwise complete phase structure. (2) Addition of 1 mass% Fe to the base Ti-30Nb alloy moderately reduces both tensile strength and 0.2% proof stress by some 17%. Additionally, the elastic modulus is also moderately reduced from 80 GPa to 68 GPa. The elimination of and ! phases resulting from the introduction of iron explains the property change. (3) Significant increases in both tensile strength and 0.2% proof stress, or some 30%, are obtained when only 1 mass% hafnium is added to the Ti-30Nb-1Fe alloy. However, further increase in hafnium, of up to 7 mass%, leads to minimal gain in both tensile strength and 0.2% proof stress. Regarding the elastic modulus, the value reduces slightly from 68 GPa to 62 GPa as 1 mass% hafnium is added to the Ti-30Nb-1Fe alloy. Again, the elastic modulus remains almost constant with further increase in hafnium content. (4) For alloy Ti-30Nb-1Fe-1Hf, the ratio of 0.2% proof stress to elastic modulus is approximately 1:39 Â 10 À2 , superior to currently used Ti alloys and those under development. Regarding orthopedic implant applications, Ti-30Nb-1Fe-1Hf alloy can be considered a favorable candidate owing to its relatively low elastic modulus value (62 GPa) and high 0.2% proof stress to elastic modulus ratio (1:39 Â 10 À2 ).
